Sample Summary Report

Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC
Sample Number:  VBLKT1 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U ] Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
athane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 u U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chloride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methy! tert-butyl
ether 0.50 ug/L 1.0 u U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 0.50 ug/L 1.0 u u Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,1,1-
Trichloroethane 0.50 ug/L 1o v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.50 ug/L 10 U U Yes
Methy'%d ohexa 0.50 ug/L 10 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
1,2-
Dichloropropane 0.50 ug/L 1.0 u U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 u U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
11,2-
Trichloroethane 0.50 ug/L 10 U U Yes
Tetrac“'groethm 0.50 ug/L 10 u U Yes
2-Hexanone 50 ug/L 1.0 U U Yes
Dibromochlorom
athane 0.50 ug/L 1.0 U U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 u U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'wpromé' benzen 0.50 ug/L 10 U u Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 1.0 U U Yes
Dichlorobenzene ' '
1,4-
Dichlorobenzene 0.50 ug/L 10 U U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 U U Yes
1,2-Dibromo-3- 0.50 ug/L 1.0 U U Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U ] Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  VBLKT2 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 050 ug/L 10 U U Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.50 ug/L 1.0 U U Yes
Methy'%c"’hexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  VBLKT3 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 050 ug/L 10 U U Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.50 ug/L 1.0 U U Yes
Methy'%c"’hexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.18 ug/L 1.0 J J Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  VBLKT4 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 050 ug/L 10 U U Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.50 ug/L 1.0 U U Yes
Methy'%c"’hexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  VHBLKTL1 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 050 ug/L 10 U U Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.50 ug/L 1.0 U U Yes
Methy'%c"’hexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8213 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: TB43-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  09:30:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U uJ Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U UN] Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U uJ Yes
Methylene
chioride 0.50 ug/L 1.0 U uJ Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U UN] Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 050 ug/L 10 U U Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 1.0 U uJ Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U uJ Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U uJ Yes
Trichloroethene 0.50 ug/L 1.0 U U Yes
Methy'%c"’hexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U uJ Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8214 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP43-18-W1-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  10:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 25 ug/L 5.0 U U Yes
Chloromethane 25 ug/L 5.0 U U Yes
Vinyl chloride 0.89 ug/L 5.0 J J Yes
Bromomethane 25 ug/L 5.0 U U Yes
Chloroethane 25 ug/L 5.0 U U Yes
Trichlorofluorom
ethane 25 ug/L 5.0 U U Yes
1,1-
Dichloroethene 18 ug/L 50 J J Yes
1,1,2-Trichloro-
1,2,2- 25 ug/L 50 U U Yes
trifluoroethane
Acetone 25 ug/L 5.0 U U Yes
Carbon disulfide 25 ug/L 5.0 U U Yes
Methyl acetate 25 ug/L 5.0 U U Yes
Methylene
chioride 25 ug/L 5.0 U U Yes
trans-1,2-
Dichloroethene 25 ug/L 50 Yes
Methyl tert-butyl
ether 25 ug/L 50 U U Yes
1,1-
Dichloroethane 25 ug/L 50 v U Yes
cis-1,2-
Dichloroethene 180 ug/L 50 E Yes
2-Butanone 25 ug/L 5.0 U U Yes
Bromochloromet 25 ug/L 50 U U Yes
hane
Chloroform 25 ug/L 5.0 U U Yes
1,11
Trichloroethane 25 ug/L 50 v U Yes
Cyclohexane 25 ug/L 5.0 U U Yes
Carbon
tetrachloride 25 ug/L 5.0 U U Yes
Benzene 25 ug/L 5.0 U U Yes
1,2-
Dichloroethane 25 ug/L 50 v U Yes
Trichloroethene 680 ug/L 5.0 E Yes
Methy'%d ohexa 25 ug/L 5.0 U U Yes
1,2-
Dichloropropane 25 ug/L 50 U U Yes
Bromodichlorom
ethane 25 ug/L 5.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 25 ug/L 5.0 U U Yes
4-Methyl-2-
Pentanone 25 ug/L 5.0 U U Yes
Toluene 25 ug/L 5.0 U U Yes
trans-1,3-
Dichloropropene 25 ug/L 5.0 U U Yes
1,1,2-
Trichloroethane 25 ug/L 50 v U Yes
Te”a"h':roethm 25 ug/L 5.0 U U Yes
2-Hexanone 25 ug/L 5.0 U U Yes
Dibromochlorom
ethane 25 ug/L 5.0 U U Yes
1,2-
Dibromoethane 25 ug/L 5.0 U U Yes
Chlorobenzene 25 ug/L 5.0 U U Yes
Ethylbenzene 25 ug/L 5.0 U U Yes
o-Xylene 25 ug/L 5.0 U U Yes
m,p-Xylene 25 ug/L 50 U U Yes
Styrene 25 ug/L 5.0 U U Yes
Bromoform 25 ug/L 5.0 U ] Yes
'S°pr°p3é' benzen 25 ug/L 5.0 U U Yes
1,1,2,2-
Tetrachloroethan 25 ug/L 5.0 U U Yes
e
13- 25 uglL 50 u u Yes
Dichlorobenzene ' )
1,4-
Dichlorobenzene 25 ug/L 50 U U Yes
1,2-
Dichlorobenzene 25 ug/L 5.0 U U Yes
1,2-Dibromo-3- 25 uglL 50 u u Yes
chloropropane
1,24
Trichlorobenzen 25 ug/L 50 U U Yes
e
1,2,3-
Trichlorobenzen 25 ug/L 5.0 U U Yes
e

Page 14 11:54 Wed, Nov 23, 2011




Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8214DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP43-18-W1-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  10:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 25 ug/L 50.0 U U Yes
Chloromethane 25 ug/L 50.0 U U Yes
Vinyl chloride 25 ug/L 50.0 U U Yes
Bromomethane 25 ug/L 50.0 U U Yes
Chloroethane 25 ug/L 50.0 U U Yes
Trichlorofluorom
ethane 25 ug/L 50.0 U U Yes
1,1-
Dichloroethene 25 ug/L 500 v U Yes
1,1,2-Trichloro-
1,2,2- 25 ug/L 50.0 U U Yes
trifluoroethane
Acetone 250 ug/L 50.0 U U Yes
Carbon disulfide 25 ug/L 50.0 U U Yes
Methyl acetate 25 ug/L 50.0 U U Yes
Methylene
chioride 25 ug/L 50.0 U U Yes
trans-1,2-
Dichloroethene 27 ug/L 500 D Yes
Methyl tert-butyl
ether 25 ug/L 50.0 U U Yes
1,1-
Dichloroethane 25 ug/L 500 v U Yes
cis-1,2-
Dichloroethene 190 ug/L 500 D Yes
2-Butanone 250 ug/L 50.0 U U Yes
Bromochloromet 25 ug/L 50.0 U U Yes
hane
Chloroform 25 ug/L 50.0 U U Yes
1,11
Trichloroethane 25 ug/L 500 v U Yes
Cyclohexane 25 ug/L 50.0 U U Yes
Carbon
tetrachloride 25 ug/L 50.0 U U Yes
Benzene 25 ug/L 50.0 U U Yes
1,2-
Dichloroethane 25 ug/L 500 v U Yes
Trichloroethene 780 ug/L 50.0 D Yes
Methy'%c' ohexa 25 ug/L 50.0 U U Yes
1,2-
Dichloropropane 25 ug/L 50.0 U U Yes
Bromodichlorom
ethane 25 ug/L 50.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 25 ug/L 50.0 U U Yes
4-Methyl-2-
Pentanone 250 ug/L 50.0 U U Yes
Toluene 25 ug/L 50.0 U U Yes
trans-1,3-
Dichloropropene 25 ug/L 50.0 U U Yes
1,1,2-
Trichloroethane 25 ug/L 500 v U Yes
Te”a"h'groethm 25 ug/L 50.0 U U Yes
2-Hexanone 250 ug/L 50.0 U U Yes
Dibromochlorom
ethane 25 ug/L 50.0 U U Yes
1,2-
Dibromoethane 25 ug/L 50.0 U U Yes
Chlorobenzene 25 ug/L 50.0 U U Yes
Ethylbenzene 25 ug/L 50.0 U U Yes
o-Xylene 25 ug/L 50.0 U U Yes
m,p-Xylene 25 ug/L 50.0 U U Yes
Styrene 25 ug/L 50.0 U U Yes
Bromoform 25 ug/L 50.0 U U Yes
'S°pr°p3é' benzen 25 ug/L 50.0 U U Yes
1,1,2,2-
Tetrachloroethan 25 ug/L 50.0 U U Yes
e
L3 25 ug/L 50.0 U u Yes
Dichlorobenzene i
1,4-
Dichlorobenzene 25 ug/L 500 v U Yes
1,2-
Dichlorobenzene 25 ug/L 50.0 U U Yes
1,2-Dibromo-3- 25 uglL 50.0 u u Yes
chloropropane
1,24
Trichlorobenzen 25 ug/L 50.0 U U Yes
e
1,2,3-
Trichlorobenzen 25 ug/L 50.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8215 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: HP43-17-W2-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  10:10:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 25 ug/L 5.0 U U Yes
Chloromethane 25 ug/L 5.0 U U Yes
Vinyl chloride 11 ug/L 5.0 J J Yes
Bromomethane 25 ug/L 5.0 U U Yes
Chloroethane 25 ug/L 5.0 U U Yes
Trichlorofluorom
ethane 25 ug/L 5.0 U U Yes
1,1-
Dichloroethene 21 ug/L 50 J J Yes
1,1,2-Trichloro-
1,2,2- 25 ug/L 50 U U Yes
trifluoroethane
Acetone 25 ug/L 5.0 U U Yes
Carbon disulfide 25 ug/L 5.0 U U Yes
Methyl acetate 25 ug/L 5.0 U U Yes
Methylene
chioride 25 ug/L 5.0 U U Yes
trans-1,2-
Dichloroethene 27 ug/L 50 Yes
Methyl tert-butyl
ether 25 ug/L 50 U U Yes
1,1-
Dichloroethane 25 ug/L 50 v U Yes
cis-1,2-
Dichloroethene 190 ug/L 50 E Yes
2-Butanone 25 ug/L 5.0 U U Yes
Bromochloromet 25 ug/L 50 U U Yes
hane
Chloroform 25 ug/L 5.0 U U Yes
1,11
Trichloroethane 25 ug/L 50 v U Yes
Cyclohexane 25 ug/L 5.0 U U Yes
Carbon
tetrachloride 25 ug/L 5.0 U U Yes
Benzene 25 ug/L 5.0 U U Yes
1,2-
Dichloroethane 25 ug/L 50 v U Yes
Trichloroethene 760 ug/L 5.0 E Yes
Methy'%d ohexa 25 ug/L 5.0 U U Yes
1,2-
Dichloropropane 25 ug/L 50 U U Yes
Bromodichlorom
ethane 25 ug/L 5.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 25 ug/L 5.0 U U Yes
4-Methyl-2-
Pentanone 25 ug/L 5.0 U U Yes
Toluene 25 ug/L 5.0 U U Yes
trans-1,3-
Dichloropropene 25 ug/L 5.0 U U Yes
1,1,2-
Trichloroethane 25 ug/L 50 v U Yes
Te”a"h':roethm 25 ug/L 5.0 U U Yes
2-Hexanone 25 ug/L 5.0 U U Yes
Dibromochlorom
ethane 25 ug/L 5.0 U U Yes
1,2-
Dibromoethane 25 ug/L 5.0 U U Yes
Chlorobenzene 25 ug/L 5.0 U U Yes
Ethylbenzene 25 ug/L 5.0 U U Yes
o-Xylene 25 ug/L 5.0 U U Yes
m,p-Xylene 25 ug/L 50 U U Yes
Styrene 25 ug/L 5.0 U U Yes
Bromoform 25 ug/L 5.0 U ] Yes
'S°pr°p3é' benzen 25 ug/L 5.0 U U Yes
1,1,2,2-
Tetrachloroethan 25 ug/L 5.0 U U Yes
e
13- 25 uglL 50 u u Yes
Dichlorobenzene ' )
1,4-
Dichlorobenzene 25 ug/L 50 U U Yes
1,2-
Dichlorobenzene 25 ug/L 5.0 U U Yes
1,2-Dibromo-3- 25 uglL 50 u u Yes
chloropropane
1,24
Trichlorobenzen 25 ug/L 50 U U Yes
e
1,2,3-
Trichlorobenzen 25 ug/L 5.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8215DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: HP43-17-W2-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  10:10:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 25 ug/L 50.0 U U Yes
Chloromethane 25 ug/L 50.0 U U Yes
Vinyl chloride 25 ug/L 50.0 U U Yes
Bromomethane 25 ug/L 50.0 U U Yes
Chloroethane 25 ug/L 50.0 U U Yes
Trichlorofluorom
ethane 25 ug/L 50.0 U U Yes
1,1-
Dichloroethene 25 ug/L 500 v U Yes
1,1,2-Trichloro-
1,2,2- 25 ug/L 50.0 U U Yes
trifluoroethane
Acetone 250 ug/L 50.0 U U Yes
Carbon disulfide 25 ug/L 50.0 U U Yes
Methyl acetate 25 ug/L 50.0 U U Yes
Methylene
chioride 25 ug/L 50.0 U U Yes
trans-1,2-
Dichloroethene 29 ug/L 500 D Yes
Methyl tert-butyl
ether 25 ug/L 50.0 U U Yes
1,1-
Dichloroethane 25 ug/L 500 v U Yes
cis-1,2-
Dichloroethene 200 ug/L 500 D Yes
2-Butanone 250 ug/L 50.0 U U Yes
Bromochloromet 25 ug/L 50.0 U U Yes
hane
Chloroform 25 ug/L 50.0 U U Yes
1,11
Trichloroethane 25 ug/L 500 v U Yes
Cyclohexane 25 ug/L 50.0 U U Yes
Carbon
tetrachloride 25 ug/L 50.0 U U Yes
Benzene 25 ug/L 50.0 U U Yes
1,2-
Dichloroethane 25 ug/L 500 v U Yes
Trichloroethene 790 ug/L 50.0 D Yes
Methy'%c' ohexa 25 ug/L 50.0 U U Yes
1,2-
Dichloropropane 25 ug/L 50.0 U U Yes
Bromodichlorom
ethane 25 ug/L 50.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 25 ug/L 50.0 U U Yes
4-Methyl-2-
Pentanone 250 ug/L 50.0 U U Yes
Toluene 25 ug/L 50.0 U U Yes
trans-1,3-
Dichloropropene 25 ug/L 50.0 U U Yes
1,1,2-
Trichloroethane 25 ug/L 500 v U Yes
Te”a"h'groethm 25 ug/L 50.0 U U Yes
2-Hexanone 250 ug/L 50.0 U U Yes
Dibromochlorom
ethane 25 ug/L 50.0 U U Yes
1,2-
Dibromoethane 25 ug/L 50.0 U U Yes
Chlorobenzene 25 ug/L 50.0 U U Yes
Ethylbenzene 25 ug/L 50.0 U U Yes
o-Xylene 25 ug/L 50.0 U U Yes
m,p-Xylene 25 ug/L 50.0 U U Yes
Styrene 25 ug/L 50.0 U U Yes
Bromoform 25 ug/L 50.0 U U Yes
'S°pr°p3é' benzen 25 ug/L 50.0 U U Yes
1,1,2,2-
Tetrachloroethan 25 ug/L 50.0 U U Yes
e
L3 25 ug/L 50.0 U u Yes
Dichlorobenzene i
1,4-
Dichlorobenzene 25 ug/L 500 v U Yes
1,2-
Dichlorobenzene 25 ug/L 50.0 U U Yes
1,2-Dibromo-3- 25 uglL 50.0 u u Yes
chloropropane
1,24
Trichlorobenzen 25 ug/L 50.0 U U Yes
e
1,2,3-
Trichlorobenzen 25 ug/L 50.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8216 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP-43-30-W1-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  10:40:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.30 ug/L 1.0 J J Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 10 ug/L 10 Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 21 ug/L 10 Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 0.50 ug/L 1.0 u u Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 14 ug/L 1.0 Yes
Methy'%c' ohexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8217 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: EB43-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  12:40:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 050 ug/L 10 U U Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.50 ug/L 1.0 U U Yes
Methy'%c"’hexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e

Page 24 11:54 Wed, Nov 23, 2011




Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8218 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP44-36-W1-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  13:54:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.19 ug/L 1.0 J J Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 24 ug/L 10 E Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 46 ug/L 10 E Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Brom%"hloromet 0.50 ug/L 1.0 u u Yes
ane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.22 ug/L 1.0 J J Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 16 ug/L 1.0 Yes
Methy'%c' ohexa 0.22 ug/L 10 J J Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.15 ug/L 1.0 J J Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8218DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP44-36-W1-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  13:54:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 2.0 ug/L 4.0 U U Yes
Chloromethane 20 ug/L 4.0 U U Yes
Vinyl chloride 2.0 ug/L 4.0 U U Yes
Bromomethane 20 ug/L 4.0 U U Yes
Chloroethane 2.0 ug/L 4.0 U U Yes
Trichlorofluorom
ethane 2.0 ug/L 4.0 U U Yes
1,1-
Dichloroethene 20 ug/L 4.0 v U Yes
1,1,2-Trichloro-
1,2,2- 2.0 ug/L 4.0 U U Yes
trifluoroethane
Acetone 20 ug/L 4.0 U U Yes
Carbon disulfide 20 ug/L 4.0 U U Yes
Methyl acetate 2.0 ug/L 4.0 U U Yes
Methylene
chioride 2.0 ug/L 4.0 U U Yes
trans-1,2-
Dichloroethene 88 ug/L 40 D Yes
Methyl tert-butyl
ether 2.0 ug/L 4.0 U U Yes
1,1-
Dichloroethane 20 ug/L 4.0 v U Yes
cis-1,2-
Dichloroethene 7 ug/L 40 D Yes
2-Butanone 20 ug/L 4.0 U U Yes
Bromochloromet 20 ug/L 40 U U Yes
hane
Chloroform 20 ug/L 4.0 U U Yes
1,11
Trichloroethane 20 uglL 40 v v ves
Cyclohexane 20 ug/L 4.0 U U Yes
Carbon
tetrachloride 20 ug/L 4.0 U U Yes
Benzene 20 ug/L 4.0 U U Yes
1,2-
Dichloroethane 20 ug/L 4.0 v U Yes
Trichloroethene 19 ug/L 4.0 D Yes
Methy'%c' ohexa 20 ug/L 40 U U Yes
1,2-
Dichloropropane 2.0 ug/L 4.0 U U Yes
Bromodichlorom
ethane 2.0 ug/L 4.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 20 ug/L 4.0 U U Yes
4-Methyl-2-
Pentanone 20 ug/L 4.0 U U Yes
Toluene 2.0 ug/L 4.0 U U Yes
trans-1,3-
Dichloropropene 2.0 ug/L 4.0 U U Yes
1,1,2-
Trichloroethane 20 ug/L 4.0 v U Yes
Te”a"h'groethm 20 ug/L 40 U U Yes
2-Hexanone 20 ug/L 4.0 U U Yes
Dibromochlorom
ethane 20 ug/L 4.0 U U Yes
1,2-
Dibromoethane 2.0 ug/L 4.0 U U Yes
Chlorobenzene 20 ug/L 4.0 U U Yes
Ethylbenzene 20 ug/L 4.0 U U Yes
o-Xylene 20 ug/L 4.0 U U Yes
m,p-Xylene 20 ug/L 4.0 U U Yes
Styrene 2.0 ug/L 4.0 U ] Yes
Bromoform 20 ug/L 4.0 U ] Yes
'S°pr°p3é' benzen 20 ug/L 4.0 U U Yes
1,1,2,2-
Tetrachloroethan 20 ug/L 4.0 U U Yes
e
13- 20 uglL 40 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 20 ug/L 4.0 U U Yes
1,2-
Dichlorobenzene 20 ug/L 4.0 U U Yes
1,2-Dibromo-3- 20 ug/L 40 u u Yes
chloropropane
1,24
Trichlorobenzen 20 ug/L 4.0 U U Yes
e
1,2,3-
Trichlorobenzen 20 ug/L 4.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8219 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP44-56-W1-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  14:20:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.54 ug/L 1.0 Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.31 ug/L 1.0 J J Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 21 ug/L 10 Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 0.50 ug/L 1.0 u u Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.12 ug/L 10 J J Yes
Cyclohexane 0.20 ug/L 1.0 J J Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 120 ug/L 1.0 E Yes
Methy'%c"’hexa 0.23 ug/L 10 J J Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.18 ug/L 1.0 J J Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8219DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP44-56-W1-102411 pH: 1.0 Sample Date: 10242011 Sample Time:  14:20:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 5.0 ug/L 10.0 U U Yes
Chloromethane 5.0 ug/L 10.0 U U Yes
Vinyl chloride 5.0 ug/L 10.0 U U Yes
Bromomethane 5.0 ug/L 10.0 U U Yes
Chloroethane 5.0 ug/L 10.0 U U Yes
Trichlorofluorom
ethane 5.0 ug/L 10.0 U U Yes
1,1-
Dichloroethene 50 ug/L 10.0 U U Yes
1,1,2-Trichloro-
1,2,2- 5.0 ug/L 10.0 U U Yes
trifluoroethane
Acetone 50 ug/L 10.0 U U Yes
Carbon disulfide 5.0 ug/L 10.0 U U Yes
Methyl acetate 50 ug/L 10.0 U U Yes
Methylene
chioride 5.0 ug/L 10.0 U U Yes
trans-1,2-
Dichloroethene 50 ug/L 10.0 U U Yes
Methyl tert-butyl
ether 50 ug/L 10.0 U U Yes
1,1-
Dichloroethane 5.0 ug/L 10.0 U U Yes
cis-1,2-
Dichloroethene 17 ug/L 10.0 JD J Yes
2-Butanone 50 ug/L 10.0 U U Yes
Bromochloromet 50 ug/L 100 U U Yes
hane
Chloroform 5.0 ug/L 10.0 U U Yes
1,11
Trichloroethane 50 ug/L 100 v U Yes
Cyclohexane 5.0 ug/L 10.0 U U Yes
Carbon
tetrachloride 50 ug/L 10.0 U U Yes
Benzene 5.0 ug/L 10.0 U U Yes
1,2-
Dichloroethane 50 ug/L 10.0 U U Yes
Trichloroethene 120 ug/L 10.0 D Yes
Methy'%c"’hexa 50 ug/L 100 U U Yes
1,2-
Dichloropropane 50 ug/L 10.0 U U Yes
Bromodichlorom
ethane 5.0 ug/L 10.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 5.0 ug/L 10.0 u U Yes
4-Methyl-2-
Pentanone 50 ug/L 10.0 U U Yes
Toluene 5.0 ug/L 10.0 U U Yes
trans-1,3-
Dichloropropene 5.0 ug/L 10.0 U U Yes
11,2-
Trichloroethane 50 ug/L 100 v U Yes
Te”a"h'groethm 50 ug/L 100 U U Yes
2-Hexanone 50 ug/L 10.0 U U Yes
Dibromochlorom
ethane 5.0 ug/L 10.0 u U Yes
1,2-
Dibromoethane 5.0 ug/L 10.0 U U Yes
Chlorobenzene 5.0 ug/L 10.0 U U Yes
Ethylbenzene 5.0 ug/L 10.0 U U Yes
o-Xylene 50 ug/L 10.0 U U Yes
m,p-Xylene 5.0 ug/L 10.0 U U Yes
Styrene 5.0 ug/L 10.0 U U Yes
Bromoform 5.0 ug/L 10.0 U ] Yes
'S°pr°p3é' benzen 5.0 ug/L 10.0 U U Yes
11,2,2-
Tetrachloroethan 5.0 ug/L 10.0 U U Yes
e
L3 50 ug/L 100 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 50 ug/L 100 v U Yes
1,2-
Dichlorobenzene 5.0 ug/L 10.0 u U Yes
1,2-Dibromo-3- 50 ug/L 100 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 5.0 ug/L 10.0 U U Yes
e
1,2,3-
Trichlorobenzen 5.0 ug/L 10.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8220 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP45-33-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  07:53:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 25 ug/L 50.0 U U Yes
Chloromethane 25 ug/L 50.0 U U Yes
Vinyl chloride 25 ug/L 50.0 U U Yes
Bromomethane 25 ug/L 50.0 U U Yes
Chloroethane 25 ug/L 50.0 U U Yes
Trichlorofluorom
ethane 25 ug/L 50.0 U U Yes
1,1-
Dichloroethene 25 ug/L 500 v U Yes
1,1,2-Trichloro-
1,2,2- 25 ug/L 50.0 U U Yes
trifluoroethane
Acetone 250 ug/L 50.0 U U Yes
Carbon disulfide 25 ug/L 50.0 U U Yes
Methyl acetate 25 ug/L 50.0 U U Yes
Methylene
chioride 25 ug/L 50.0 U U Yes
trans-1,2-
Dichloroethene 180 ug/L 500 Yes
Methyl tert-butyl
ether 25 ug/L 50.0 U U Yes
1,1-
Dichloroethane 25 ug/L 500 v U Yes
cis-1,2-
Dichloroethene 4800 ug/L 50.0 E Yes
2-Butanone 250 ug/L 50.0 U U Yes
Bromochloromet 25 ug/L 50.0 U U Yes
hane
Chloroform 25 ug/L 50.0 U U Yes
1,11
Trichloroethane 25 ug/L 500 v U Yes
Cyclohexane 25 ug/L 50.0 U U Yes
Carbon
tetrachloride 25 ug/L 50.0 U U Yes
Benzene 25 ug/L 50.0 U U Yes
1,2-
Dichloroethane 25 ug/L 500 v U Yes
Trichloroethene 8.3 ug/L 50.0 J J Yes
Methy'%c' ohexa 25 ug/L 50.0 U U Yes
1,2-
Dichloropropane 25 ug/L 50.0 U U Yes
Bromodichlorom
ethane 25 ug/L 50.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 25 ug/L 50.0 U U Yes
4-Methyl-2-
Pentanone 250 ug/L 50.0 U U Yes
Toluene 25 ug/L 50.0 U U Yes
trans-1,3-
Dichloropropene 25 ug/L 50.0 U U Yes
1,1,2-
Trichloroethane 25 ug/L 500 v U Yes
Te”a"h'groethm 25 ug/L 50.0 U U Yes
2-Hexanone 250 ug/L 50.0 U U Yes
Dibromochlorom
ethane 25 ug/L 50.0 U U Yes
1,2-
Dibromoethane 25 ug/L 50.0 U U Yes
Chlorobenzene 25 ug/L 50.0 U U Yes
Ethylbenzene 25 ug/L 50.0 U U Yes
o-Xylene 25 ug/L 50.0 U U Yes
m,p-Xylene 25 ug/L 50.0 U U Yes
Styrene 25 ug/L 50.0 U U Yes
Bromoform 25 ug/L 50.0 U U Yes
'S°pr°p3é' benzen 25 ug/L 50.0 U U Yes
1,1,2,2-
Tetrachloroethan 25 ug/L 50.0 U U Yes
e
L3 25 ug/L 50.0 U u Yes
Dichlorobenzene i
1,4-
Dichlorobenzene 25 ug/L 500 v U Yes
1,2-
Dichlorobenzene 25 ug/L 50.0 U U Yes
1,2-Dibromo-3- 25 uglL 50.0 u u Yes
chloropropane
1,24
Trichlorobenzen 25 ug/L 50.0 U U Yes
e
1,2,3-
Trichlorobenzen 25 ug/L 50.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8220DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP45-33-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  07:53:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 250 ug/L 500.0 U U Yes
Chloromethane 250 ug/L 500.0 U U Yes
Vinyl chloride 250 ug/L 500.0 U U Yes
Bromomethane 250 ug/L 500.0 U U Yes
Chloroethane 250 ug/L 500.0 U U Yes
Trichlorofluorom
ethane 250 ug/L 500.0 U U Yes
1,1-
Dichloroethene 250 ug/L 500.0 U U Yes
1,1,2-Trichloro-
1,2,2- 250 ug/L 500.0 U U Yes
trifluoroethane
Acetone 2500 ug/L 500.0 U U Yes
Carbon disulfide 250 ug/L 500.0 U U Yes
Methyl acetate 250 ug/L 500.0 U U Yes
Methylene
chioride 250 ug/L 500.0 U U Yes
trans-1,2-
Dichloroethene 170 ug/L 500.0 JD J Yes
Methyl tert-butyl
ether 250 ug/L 500.0 U U Yes
1,1-
Dichloroethane 250 ug/L 500.0 U U Yes
cis-1,2-
Dichloroethene 4600 ug/L 500.0 D Yes
2-Butanone 2500 ug/L 500.0 U ] Yes
Bromochioromet 250 ug/L 500.0 U U Yes
hane
Chloroform 250 ug/L 500.0 U U Yes
1,11
Trichloroethane 250 ug/L 500.0 U U Yes
Cyclohexane 250 ug/L 500.0 U U Yes
Carbon
tetrachloride 250 ug/L 500.0 U U Yes
Benzene 250 ug/L 500.0 U U Yes
1,2-
Dichloroethane 250 ug/L 500.0 U U Yes
Trichloroethene 250 ug/L 500.0 U U Yes
Methy'%c' ohexa 250 ug/L 500.0 U U Yes
1,2-
Dichloropropane 250 ug/L 500.0 U U Yes
Bromodichlorom 250 ug/L 500.0 U U Yes
ethane
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 250 ug/L 500.0 u U Yes
4-Methyl-2-
Pentanone 2500 ug/L 500.0 U U Yes
Toluene 250 ug/L 500.0 U U Yes
trans-1,3-
Dichloropropene 250 ug/L 500.0 U U Yes
11,2-
Trichloroethane 250 ug/L 500.0 U U Yes
Te”a"h'groethm 250 ug/L 500.0 U U Yes
2-Hexanone 2500 ug/L 500.0 U ] Yes
Dibromochlorom
ethane 250 ug/L 500.0 u U Yes
1,2-
Dibromoethane 250 ug/L 500.0 U U Yes
Chlorobenzene 250 ug/L 500.0 U U Yes
Ethylbenzene 250 ug/L 500.0 U U Yes
o-Xylene 250 ug/L 500.0 U U Yes
m,p-Xylene 250 ug/L 500.0 U U Yes
Styrene 250 ug/L 500.0 U U Yes
Bromoform 250 ug/L 500.0 U U Yes
'S°pr°p3é' benzen 250 ug/L 500.0 U U Yes
11,2,2-
Tetrachloroethan 250 ug/L 500.0 U U Yes
e
L3 250 ug/L 500.0 U u Yes
Dichlorobenzene i
1,4-
Dichlorobenzene 250 ug/L 500.0 U U Yes
1,2-
Dichlorobenzene 250 ug/L 500.0 u U Yes
1,2-Dibromo-3- 250 ug/L 500.0 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 250 ug/L 500.0 U U Yes
e
1,2,3-
Trichlorobenzen 250 ug/L 500.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8221 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP45-55-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  08:25:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 1.0 ug/L 2.0 U U Yes
Chloromethane 1.0 ug/L 20 U U Yes
Vinyl chloride 0.39 ug/L 20 J J Yes
Bromomethane 1.0 ug/L 20 U U Yes
Chloroethane 1.0 ug/L 20 U U Yes
Trichlorofluorom
ethane 1.0 ug/L 2.0 U U Yes
1,1-
Dichloroethene 10 ug/L 20 v U Yes
1,1,2-Trichloro-
1,2,2- 1.0 ug/L 2.0 U U Yes
trifluoroethane
Acetone 10 ug/L 20 U U Yes
Carbon disulfide 1.0 ug/L 20 U U Yes
Methyl acetate 1.0 ug/L 2.0 U U Yes
Methylene
chioride 1.0 ug/L 2.0 U U Yes
trans-1,2-
Dichloroethene 4 ug/L 20 Yes
Methyl tert-butyl
ether 1.0 ug/L 2.0 U U Yes
1,1-
Dichloroethane Lo ug/L 20 v U Yes
cis-1,2-
Dichloroethene 120 ug/L 20 E Yes
2-Butanone 10 ug/L 20 U U Yes
Bromochloromet 10 ug/L 20 U U Yes
hane
Chloroform 1.0 ug/L 20 U U Yes
1,11
Trichloroethane 10 ug/L 20 v U Yes
Cyclohexane 1.0 ug/L 20 U U Yes
Carbon
tetrachloride 1.0 ug/L 20 U U Yes
Benzene 1.0 ug/L 20 U U Yes
1,2-
Dichloroethane 10 ug/L 20 v U Yes
Trichloroethene 210 ug/L 20 E Yes
Methy'%c' ohexa 1.0 ug/L 20 U U Yes
1,2-
Dichloropropane 1.0 ug/L 2.0 U U Yes
Bromodichlorom
ethane 1.0 ug/L 2.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 1.0 ug/L 2.0 U U Yes
4-Methyl-2-
Pentanone 10 ug/L 2.0 U U Yes
Toluene 1.0 ug/L 20 U U Yes
trans-1,3-
Dichloropropene 1.0 ug/L 2.0 U U Yes
1,1,2-
Trichloroethane Lo ug/L 20 v U Yes
Te”a"h'groethm 1.0 ug/L 20 U U Yes
2-Hexanone 10 ug/L 20 U U Yes
Dibromochlorom
ethane 1.0 ug/L 20 U U Yes
1,2-
Dibromoethane 1.0 ug/L 2.0 U U Yes
Chlorobenzene 1.0 ug/L 20 U U Yes
Ethylbenzene 1.0 ug/L 20 U U Yes
o-Xylene 1.0 ug/L 20 U U Yes
m,p-Xylene 1.0 ug/L 2.0 U U Yes
Styrene 1.0 ug/L 20 U U Yes
Bromoform 1.0 ug/L 20 U ] Yes
'S°pr°p3é' benzen 1.0 ug/L 20 U U Yes
1,1,2,2-
Tetrachloroethan 1.0 ug/L 20 U U Yes
e
13- 1.0 uglL 2.0 u u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene Lo ug/L 20 v U Yes
1,2-
Dichlorobenzene 1.0 ug/L 2.0 U U Yes
1,2-Dibromo-3- 10 ug/L 20 u u Yes
chloropropane
1,24
Trichlorobenzen 1.0 ug/L 20 U U Yes
e
1,2,3-
Trichlorobenzen 1.0 ug/L 20 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8221DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP45-55-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  08:25:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 10 ug/L 20.0 U U Yes
Chloromethane 10 ug/L 20.0 U U Yes
Vinyl chloride 10 ug/L 20.0 U U Yes
Bromomethane 10 ug/L 20.0 U U Yes
Chloroethane 10 ug/L 20.0 U U Yes
Trichlorofluorom
ethane 10 ug/L 20.0 U U Yes
1,1-
Dichloroethene 10 ug/L 200 v U Yes
1,1,2-Trichloro-
1,2,2- 10 ug/L 20.0 U U Yes
trifluoroethane
Acetone 100 ug/L 20.0 U U Yes
Carbon disulfide 10 ug/L 20.0 U U Yes
Methyl acetate 10 ug/L 20.0 U U Yes
Methylene
chioride 10 ug/L 20.0 U U Yes
trans-1,2-
Dichloroethene 4.1 ug/L 20.0 JD J Yes
Methyl tert-butyl
ether 10 ug/L 20.0 U U Yes
1,1-
Dichloroethane 10 ug/L 200 v U Yes
cis-1,2-
Dichloroethene 66 ug/L 200 D Yes
2-Butanone 100 ug/L 20.0 U U Yes
Bromochloromet 10 ug/L 200 U U Yes
hane
Chloroform 10 ug/L 20.0 U U Yes
1,11
Trichloroethane 10 ug/L 200 v U Yes
Cyclohexane 10 ug/L 20.0 U U Yes
Carbon
tetrachloride 10 ug/L 20.0 U U Yes
Benzene 10 ug/L 20.0 U U Yes
1,2-
Dichloroethane 10 ug/L 200 v U Yes
Trichloroethene 210 ug/L 20.0 D Yes
Methy'%c' ohexa 10 ug/L 20.0 U U Yes
1,2-
Dichloropropane 10 ug/L 20.0 U U Yes
Bromodichlorom
ethane 10 ug/L 20.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 10 ug/L 20.0 U U Yes
4-Methyl-2-
Pentanone 100 ug/L 20.0 U U Yes
Toluene 10 ug/L 20.0 U U Yes
trans-1,3-
Dichloropropene 10 ug/L 20.0 U U Yes
1,1,2-
Trichloroethane 10 ug/L 200 v U Yes
Te”a"h'groethm 10 ug/L 20.0 U U Yes
2-Hexanone 100 ug/L 20.0 U U Yes
Dibromochlorom
ethane 10 ug/L 20.0 U U Yes
1,2-
Dibromoethane 10 ug/L 20.0 U U Yes
Chlorobenzene 10 ug/L 20.0 U U Yes
Ethylbenzene 10 ug/L 20.0 U U Yes
o-Xylene 10 ug/L 20.0 U U Yes
m,p-Xylene 10 ug/L 20.0 U U Yes
Styrene 10 ug/L 20.0 U U Yes
Bromoform 10 ug/L 20.0 U ] Yes
'S°pr°p3é' benzen 10 ug/L 20.0 U U Yes
1,1,2,2-
Tetrachloroethan 10 ug/L 20.0 U U Yes
e
13- 10 uglL 200 u u Yes
Dichlorobenzene i
1,4-
Dichlorobenzene 10 ug/L 200 v U Yes
1,2-
Dichlorobenzene 10 ug/L 20.0 U U Yes
L,2-Dibromo-3- 10 uglL 200 u u Yes
chloropropane
1,24
Trichlorobenzen 10 ug/L 20.0 U U Yes
e
1,2,3-
Trichlorobenzen 10 ug/L 20.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8222 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: TB45-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  08:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 050 ug/L 10 U U Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.16 ug/L 1.0 J J Yes
Methy'%c"’hexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8223 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location: EB48-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  10:20:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 050 ug/L 10 U U Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.16 ug/L 1.0 J J Yes
Methy'%c"’hexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8224 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP48-19-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  11:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 5.0 ug/L 10.0 U U Yes
Chloromethane 5.0 ug/L 10.0 U U Yes
Vinyl chloride 5.0 ug/L 10.0 U U Yes
Bromomethane 5.0 ug/L 10.0 U U Yes
Chloroethane 5.0 ug/L 10.0 U U Yes
Trichlorofluorom
ethane 5.0 ug/L 10.0 U U Yes
1,1-
Dichloroethene 50 ug/L 10.0 U U Yes
1,1,2-Trichloro-
1,2,2- 5.0 ug/L 10.0 U U Yes
trifluoroethane
Acetone 50 ug/L 10.0 U U Yes
Carbon disulfide 5.0 ug/L 10.0 U U Yes
Methyl acetate 50 ug/L 10.0 U U Yes
Methylene
chioride 5.0 ug/L 10.0 U U Yes
trans-1,2-
Dichloroethene 53 ug/L 100 Yes
Methyl tert-butyl
ether 50 ug/L 10.0 U U Yes
1,1-
Dichloroethane 5.0 ug/L 10.0 U U Yes
cis-1,2-
Dichloroethene 720 ug/L 10.0 E Yes
2-Butanone 50 ug/L 10.0 U U Yes
Bromochloromet 50 ug/L 100 u u Yes
hane
Chloroform 5.0 ug/L 10.0 U U Yes
1,11
Trichloroethane 50 ug/L 100 v U Yes
Cyclohexane 5.0 ug/L 10.0 U U Yes
Carbon
tetrachloride 50 ug/L 10.0 U U Yes
Benzene 5.0 ug/L 10.0 U U Yes
1,2-
Dichloroethane 50 ug/L 10.0 U U Yes
Trichloroethene 1000 ug/L 10.0 E Yes
Methy'%c"’hexa 50 ug/L 100 U U Yes
1,2-
Dichloropropane 50 ug/L 10.0 U U Yes
Bromodichlorom
ethane 5.0 ug/L 10.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 5.0 ug/L 10.0 u U Yes
4-Methyl-2-
Pentanone 50 ug/L 10.0 U U Yes
Toluene 5.0 ug/L 10.0 U U Yes
trans-1,3-
Dichloropropene 5.0 ug/L 10.0 U U Yes
11,2-
Trichloroethane 50 ug/L 100 v U Yes
Te”a"h'groethm 50 ug/L 100 U U Yes
2-Hexanone 50 ug/L 10.0 U U Yes
Dibromochlorom
ethane 5.0 ug/L 10.0 u U Yes
1,2-
Dibromoethane 5.0 ug/L 10.0 U U Yes
Chlorobenzene 5.0 ug/L 10.0 U U Yes
Ethylbenzene 5.0 ug/L 10.0 U U Yes
o-Xylene 50 ug/L 10.0 U U Yes
m,p-Xylene 5.0 ug/L 10.0 U U Yes
Styrene 5.0 ug/L 10.0 U U Yes
Bromoform 5.0 ug/L 10.0 U ] Yes
'S°pr°p3é' benzen 5.0 ug/L 10.0 U U Yes
11,2,2-
Tetrachloroethan 5.0 ug/L 10.0 U U Yes
e
L3 50 ug/L 100 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 50 ug/L 100 v U Yes
1,2-
Dichlorobenzene 5.0 ug/L 10.0 u U Yes
1,2-Dibromo-3- 50 ug/L 100 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 5.0 ug/L 10.0 U U Yes
e
1,2,3-
Trichlorobenzen 5.0 ug/L 10.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8224DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP48-19-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  11:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 50 ug/L 100.0 U U Yes
Chloromethane 50 ug/L 100.0 U U Yes
Vinyl chloride 50 ug/L 100.0 U U Yes
Bromomethane 50 ug/L 100.0 U U Yes
Chloroethane 50 ug/L 100.0 U U Yes
Trichlorofluorom
ethane 50 ug/L 100.0 U U Yes
1,1-
Dichloroethene 50 ug/L 100.0 U U Yes
1,1,2-Trichloro-
1,2,2- 50 ug/L 100.0 U U Yes
trifluoroethane
Acetone 500 ug/L 100.0 U U Yes
Carbon disulfide 50 ug/L 100.0 U U Yes
Methyl acetate 50 ug/L 100.0 U U Yes
Methylene
chioride 50 ug/L 100.0 U U Yes
trans-1,2-
Dichloroethene 55 ug/L 100.0 D Yes
Methyl tert-butyl
ether 50 ug/L 100.0 U U Yes
1,1-
Dichloroethane 50 ug/L 100.0 U U Yes
cis-1,2-
Dichloroethene 730 ug/L 100.0 D Yes
2-Butanone 500 ug/L 100.0 U ] Yes
Bromochloromet 50 ug/L 100.0 U U Yes
hane
Chloroform 50 ug/L 100.0 U U Yes
1,11
Trichloroethane 50 ug/L 100.0 v U Yes
Cyclohexane 50 ug/L 100.0 U U Yes
Carbon
tetrachloride 50 ug/L 100.0 U U Yes
Benzene 50 ug/L 100.0 U U Yes
1,2-
Dichloroethane 50 ug/L 100.0 U U Yes
Trichloroethene 1100 ug/L 100.0 D Yes
Methy'%c"’hexa 50 ug/L 100.0 U U Yes
1,2-
Dichloropropane 50 ug/L 100.0 U U Yes
Bromodichlorom
ethane 50 ug/L 100.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 50 ug/L 100.0 u U Yes
4-Methyl-2-
Pentanone 500 ug/L 100.0 U U Yes
Toluene 50 ug/L 100.0 U U Yes
trans-1,3-
Dichloropropene 50 ug/L 100.0 U U Yes
11,2-
Trichloroethane 50 ug/L 100.0 v U Yes
Te”a"h'groethm 50 ug/L 100.0 U U Yes
2-Hexanone 500 ug/L 100.0 U ] Yes
Dibromochlorom
ethane 50 ug/L 100.0 u U Yes
1,2-
Dibromoethane 50 ug/L 100.0 U U Yes
Chlorobenzene 50 ug/L 100.0 U U Yes
Ethylbenzene 50 ug/L 100.0 U U Yes
o-Xylene 50 ug/L 100.0 U U Yes
m,p-Xylene 50 ug/L 100.0 U U Yes
Styrene 50 ug/L 100.0 U U Yes
Bromoform 50 ug/L 100.0 U U Yes
'S°pr°p3é' benzen 50 ug/L 100.0 U U Yes
11,2,2-
Tetrachloroethan 50 ug/L 100.0 U U Yes
e
L3 50 ug/L 100.0 U u Yes
Dichlorobenzene i
1,4-
Dichlorobenzene 50 ug/L 100.0 v U Yes
1,2-
Dichlorobenzene 50 ug/L 100.0 u U Yes
1,2-Dibromo-3- 50 ug/L 100.0 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 50 ug/L 100.0 U U Yes
e
1,2,3-
Trichlorobenzen 50 ug/L 100.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8225 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP48-33-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  11:30:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.86 ug/L 10 Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 6 ug/L 10 Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 0.50 ug/L 1.0 u u Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 33 ug/L 1.0 E Yes
Methy'%c' ohexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8225DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP48-33-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  11:30:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 2.0 ug/L 4.0 U U Yes
Chloromethane 20 ug/L 4.0 U U Yes
Vinyl chloride 2.0 ug/L 4.0 U U Yes
Bromomethane 20 ug/L 4.0 U U Yes
Chloroethane 2.0 ug/L 4.0 U U Yes
Trichlorofluorom
ethane 2.0 ug/L 4.0 U U Yes
1,1-
Dichloroethene 20 ug/L 4.0 v U Yes
1,1,2-Trichloro-
1,2,2- 2.0 ug/L 4.0 U U Yes
trifluoroethane
Acetone 20 ug/L 4.0 U U Yes
Carbon disulfide 20 ug/L 4.0 U U Yes
Methyl acetate 2.0 ug/L 4.0 U U Yes
Methylene
chioride 2.0 ug/L 4.0 U U Yes
trans-1,2-
Dichloroethene 0.80 ug/L 4.0 JD J Yes
Methyl tert-butyl
ether 2.0 ug/L 4.0 U U Yes
1,1-
Dichloroethane 20 ug/L 4.0 v U Yes
cis-1,2-
Dichloroethene 79 ug/L 40 D Yes
2-Butanone 20 ug/L 4.0 U U Yes
Bromochloromet 20 ug/L 40 U U Yes
hane
Chloroform 20 ug/L 4.0 U U Yes
1,11
Trichloroethane 20 ug/L 4.0 v U Yes
Cyclohexane 20 ug/L 4.0 U U Yes
Carbon
tetrachloride 20 ug/L 4.0 U U Yes
Benzene 20 ug/L 4.0 U U Yes
1,2-
Dichloroethane 20 ug/L 4.0 v U Yes
Trichloroethene 34 ug/L 4.0 D Yes
Methy'%c' ohexa 20 ug/L 40 U U Yes
1,2-
Dichloropropane 2.0 ug/L 4.0 U U Yes
Bromodichlorom
ethane 2.0 ug/L 4.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 20 ug/L 4.0 U U Yes
4-Methyl-2-
Pentanone 20 ug/L 4.0 U U Yes
Toluene 2.0 ug/L 4.0 U U Yes
trans-1,3-
Dichloropropene 2.0 ug/L 4.0 U U Yes
1,1,2-
Trichloroethane 20 ug/L 4.0 v U Yes
Te”a"h'groethm 20 ug/L 40 U U Yes
2-Hexanone 20 ug/L 4.0 U U Yes
Dibromochlorom
ethane 20 ug/L 4.0 U U Yes
1,2-
Dibromoethane 2.0 ug/L 4.0 U U Yes
Chlorobenzene 20 ug/L 4.0 U U Yes
Ethylbenzene 20 ug/L 4.0 U U Yes
o-Xylene 20 ug/L 4.0 U U Yes
m,p-Xylene 20 ug/L 4.0 U U Yes
Styrene 2.0 ug/L 4.0 U ] Yes
Bromoform 20 ug/L 4.0 U ] Yes
'S°pr°p3é' benzen 20 ug/L 4.0 U U Yes
1,1,2,2-
Tetrachloroethan 20 ug/L 4.0 U U Yes
e
13- 20 uglL 40 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 20 ug/L 4.0 U U Yes
1,2-
Dichlorobenzene 20 ug/L 4.0 U U Yes
1,2-Dibromo-3- 20 ug/L 40 u u Yes
chloropropane
1,24
Trichlorobenzen 20 ug/L 4.0 U U Yes
e
1,2,3-
Trichlorobenzen 20 ug/L 4.0 U U Yes
e

Page 52 11:54 Wed, Nov 23, 2011




Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8226 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP48-48-W1-102511 pH: 6.0 Sample Date: 10252011 Sample Time:  11:45:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U uJ Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U UN] Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U uJ Yes
Methylene
chioride 0.50 ug/L 1.0 U uJ Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U UN] Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 12 ug/L 10 Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 0.50 ug/L 1.0 u u Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.13 ug/L 10 J J Yes
Cyclohexane 0.39 ug/L 1.0 J J Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U uJ Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U uJ Yes
Trichloroethene 39 ug/L 1.0 E Yes
Methy'%c"’hexa 0.58 ug/L 10 Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.23 ug/L 1.0 J J Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Te”a"h'groethm 0.50 ug/L 10 U U Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U uJ Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.12 ug/L 1.0 J J Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
Total Alkanes 1.0 J Yes
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8226DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP48-48-W1-102511 pH: 6.0 Sample Date: 10252011 Sample Time:  11:45:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 2.0 ug/L 4.0 U U Yes
Chloromethane 20 ug/L 4.0 U U Yes
Vinyl chloride 2.0 ug/L 4.0 U U Yes
Bromomethane 20 ug/L 4.0 U U Yes
Chloroethane 2.0 ug/L 4.0 U U Yes
Trichlorofluorom
ethane 2.0 ug/L 4.0 U U Yes
1,1-
Dichloroethene 20 ug/L 4.0 v U Yes
1,1,2-Trichloro-
1,2,2- 2.0 ug/L 4.0 U U Yes
trifluoroethane
Acetone 20 ug/L 4.0 U U Yes
Carbon disulfide 20 ug/L 4.0 U U Yes
Methyl acetate 2.0 ug/L 4.0 U U Yes
Methylene
chioride 2.0 ug/L 4.0 U U Yes
trans-1,2-
Dichloroethene 20 ug/L 4.0 v U Yes
Methyl tert-butyl
ether 2.0 ug/L 4.0 U U Yes
1,1-
Dichloroethane 20 ug/L 4.0 v U Yes
cis-1,2-
Dichloroethene 14 ug/L 4.0 JD J Yes
2-Butanone 20 ug/L 4.0 U U Yes
Bromochloromet 20 ug/L 40 U U Yes
hane
Chloroform 20 ug/L 4.0 U U Yes
1,11
Trichloroethane 20 uglL 40 v v ves
Cyclohexane 20 ug/L 4.0 U U Yes
Carbon
tetrachloride 20 ug/L 4.0 U U Yes
Benzene 20 ug/L 4.0 U U Yes
1,2-
Dichloroethane 20 ug/L 4.0 v U Yes
Trichloroethene 37 ug/L 4.0 D Yes
Methy'%c' ohexa 20 ug/L 40 U U Yes
1,2-
Dichloropropane 2.0 ug/L 4.0 U U Yes
Bromodichlorom
ethane 2.0 ug/L 4.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 20 ug/L 4.0 U U Yes
4-Methyl-2-
Pentanone 20 ug/L 4.0 U U Yes
Toluene 2.0 ug/L 4.0 U U Yes
trans-1,3-
Dichloropropene 2.0 ug/L 4.0 U U Yes
1,1,2-
Trichloroethane 20 ug/L 4.0 v U Yes
Te”a"h'groethm 20 ug/L 40 U U Yes
2-Hexanone 20 ug/L 4.0 U U Yes
Dibromochlorom
ethane 20 ug/L 4.0 U U Yes
1,2-
Dibromoethane 2.0 ug/L 4.0 U U Yes
Chlorobenzene 20 ug/L 4.0 U U Yes
Ethylbenzene 20 ug/L 4.0 U U Yes
o-Xylene 20 ug/L 4.0 U U Yes
m,p-Xylene 20 ug/L 4.0 U U Yes
Styrene 2.0 ug/L 4.0 U ] Yes
Bromoform 20 ug/L 4.0 U ] Yes
'S°pr°p3é' benzen 20 ug/L 4.0 U U Yes
1,1,2,2-
Tetrachloroethan 20 ug/L 4.0 U U Yes
e
13- 20 uglL 40 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 20 ug/L 4.0 U U Yes
1,2-
Dichlorobenzene 20 ug/L 4.0 U U Yes
1,2-Dibromo-3- 20 ug/L 40 u u Yes
chloropropane
1,24
Trichlorobenzen 20 ug/L 4.0 U U Yes
e
1,2,3-
Trichlorobenzen 20 ug/L 4.0 U U Yes
e

Page 56 11:54 Wed, Nov 23, 2011




Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8227 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP27-22-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  15:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.30 ug/L 1.0 J J Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 52 ug/L 10 Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 30 ug/L 10 E Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 0.50 ug/L 1.0 u u Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 34 ug/L 1.0 E Yes
Methy'%c' ohexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.10 ug/L 1.0 J J Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Tetrachl :roethen 20 ug/L 10 E Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8227DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP27-22-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  15:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 2.0 ug/L 4.0 U U Yes
Chloromethane 20 ug/L 4.0 U U Yes
Vinyl chloride 2.0 ug/L 4.0 U U Yes
Bromomethane 20 ug/L 4.0 U U Yes
Chloroethane 2.0 ug/L 4.0 U U Yes
Trichlorofluorom
ethane 2.0 ug/L 4.0 U U Yes
1,1-
Dichloroethene 20 ug/L 4.0 v U Yes
1,1,2-Trichloro-
1,2,2- 2.0 ug/L 4.0 U U Yes
trifluoroethane
Acetone 20 ug/L 4.0 U U Yes
Carbon disulfide 20 ug/L 4.0 U U Yes
Methyl acetate 2.0 ug/L 4.0 U U Yes
Methylene
chioride 2.0 ug/L 4.0 U U Yes
trans-1,2-
Dichloroethene 59 ug/L 40 D Yes
Methyl tert-butyl
ether 2.0 ug/L 4.0 U U Yes
1,1-
Dichloroethane 20 ug/L 4.0 v U Yes
cis-1,2-
Dichloroethene 35 ug/L 40 D Yes
2-Butanone 20 ug/L 4.0 U U Yes
Bromochloromet 20 ug/L 40 U U Yes
hane
Chloroform 20 ug/L 4.0 U U Yes
1,11
Trichloroethane 20 uglL 40 v v ves
Cyclohexane 20 ug/L 4.0 U U Yes
Carbon
tetrachloride 20 ug/L 4.0 U U Yes
Benzene 20 ug/L 4.0 U U Yes
1,2-
Dichloroethane 20 ug/L 4.0 v U Yes
Trichloroethene 35 ug/L 4.0 D Yes
Methy'%c' ohexa 20 ug/L 40 U U Yes
1,2-
Dichloropropane 2.0 ug/L 4.0 U U Yes
Bromodichlorom
ethane 2.0 ug/L 4.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 2.0 ug/L 4.0 U ] Yes
4-Methyl-2-
Pentanone 20 ug/L 4.0 U U Yes
Toluene 2.0 ug/L 4.0 U U Yes
trans-1,3-
Dichloropropene 2.0 ug/L 4.0 U U Yes
1,1,2-
Trichloroethane 20 ug/L 40 U U Yes
Tetrachl :roethen 17 ug/L 40 D Yes
2-Hexanone 20 ug/L 4.0 U U Yes
Dibromochlorom
ethane 2.0 ug/L 4.0 U ] Yes
1,2-
Dibromoethane 2.0 ug/L 4.0 U U Yes
Chlorobenzene 20 ug/L 4.0 U U Yes
Ethylbenzene 20 ug/L 4.0 U U Yes
o-Xylene 20 ug/L 4.0 U U Yes
m,p-Xylene 20 ug/L 4.0 U U Yes
Styrene 20 ug/L 4.0 U U Yes
Bromoform 20 ug/L 4.0 U ] Yes
'S°pr°p3é' benzen 20 ug/L 4.0 U U Yes
1,1,2,2-
Tetrachloroethan 20 ug/L 4.0 U U Yes
e
L3 20 ug/L 40 U u Yes
Dichlorobenzene ) :
1,4-
Dichlorobenzene 20 ug/L 40 U U Yes
1,2-
Dichl qrobenzene 2.0 ug/L 4.0 U ] Yes
1,2-Dibromo-3- 20 ug/L 40 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 20 ug/L 4.0 U U Yes
e
1,2,3-
Trichlorobenzen 20 ug/L 4.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8228 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP27-32-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  15:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.72 ug/L 10 Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 0.50 ug/L 1.0 u u Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.20 ug/L 1.0 J J Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 79 ug/L 1.0 Yes
Methy'%c"’hexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.17 ug/L 1.0 J J Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Tetrachl :roethen 16 ug/L 10 Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8229 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP27-59-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  15:30:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 0.50 ug/L 1.0 U U Yes
Chloromethane 0.50 ug/L 1.0 U U Yes
Vinyl chloride 0.50 ug/L 1.0 U U Yes
Bromomethane 0.50 ug/L 1.0 U U Yes
Chloroethane 0.50 ug/L 1.0 U U Yes
Trichlorofluorom
ethane 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
Acetone 5.0 ug/L 1.0 U U Yes
Carbon disulfide 0.50 ug/L 1.0 U U Yes
Methyl acetate 0.50 ug/L 1.0 U U Yes
Methylene
chioride 0.50 ug/L 1.0 U U Yes
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Methyl tert-butyl
ether 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.37 ug/L 1.0 J J Yes
2-Butanone 5.0 ug/L 1.0 U U Yes
Bromochloromet 050 ug/L 10 U U Yes
hane
Chloroform 0.50 ug/L 1.0 U U Yes
1,11
Trichloroethane 0.50 ug/L 10 v U Yes
Cyclohexane 0.50 ug/L 1.0 U U Yes
Carbon
tetrachloride 0.50 ug/L 1.0 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
1,2-
Dichloroethane 0.50 ug/L 1.0 U U Yes
Trichloroethene 76 ug/L 1.0 E Yes
Methy'%c"’hexa 0.50 ug/L 10 U U Yes
1,2-
Dichloropropane 0.50 ug/L 1.0 U U Yes
Bromodichlorom
ethane 0.50 ug/L 1.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 0.50 ug/L 1.0 u U Yes
4-Methyl-2-
Pentanone 5.0 ug/L 1.0 U U Yes
Toluene 0.11 ug/L 1.0 J J Yes
trans-1,3-
Dichloropropene 0.50 ug/L 1.0 U U Yes
11,2-
Trichloroethane 0.50 ug/L 1o v U Yes
Tetrachl :roethen 19 ug/L 10 Yes
2-Hexanone 5.0 ug/L 1.0 U U Yes
Dibromochlorom
ethane 0.50 ug/L 1.0 u U Yes
1,2-
Dibromoethane 0.50 ug/L 1.0 U U Yes
Chlorobenzene 0.50 ug/L 1.0 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
Styrene 0.50 ug/L 1.0 U U Yes
Bromoform 0.50 ug/L 1.0 U U Yes
'S°pr°p3é' benzen 0.50 ug/L 1.0 U U Yes
11,2,2-
Tetrachloroethan 0.50 ug/L 1.0 U U Yes
e
L3 0.50 ug/L 10 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 0.50 ug/L 1o v U Yes
1,2-
Dichlorobenzene 0.50 ug/L 1.0 u U Yes
1,2-Dibromo-3- 0.50 ug/L 10 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
1,2,3-
Trichlorobenzen 0.50 ug/L 1.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8229DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP27-59-W1-102511 pH: 1.0 Sample Date: 10252011 Sample Time:  15:30:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 5.0 ug/L 10.0 U U Yes
Chloromethane 5.0 ug/L 10.0 U U Yes
Vinyl chloride 5.0 ug/L 10.0 U U Yes
Bromomethane 5.0 ug/L 10.0 U U Yes
Chloroethane 5.0 ug/L 10.0 U U Yes
Trichlorofluorom
ethane 5.0 ug/L 10.0 U U Yes
1,1-
Dichloroethene 50 ug/L 10.0 U U Yes
1,1,2-Trichloro-
1,2,2- 5.0 ug/L 10.0 U U Yes
trifluoroethane
Acetone 50 ug/L 10.0 U U Yes
Carbon disulfide 5.0 ug/L 10.0 U U Yes
Methyl acetate 50 ug/L 10.0 U U Yes
Methylene
chioride 5.0 ug/L 10.0 U U Yes
trans-1,2-
Dichloroethene 50 ug/L 10.0 U U Yes
Methyl tert-butyl
ether 50 ug/L 10.0 U U Yes
1,1-
Dichloroethane 5.0 ug/L 10.0 U U Yes
cis-1,2-
Dichloroethene 1.0 ug/L 10.0 JD J Yes
2-Butanone 50 ug/L 10.0 U U Yes
Bromochloromet 50 ug/L 100 U U Yes
hane
Chloroform 5.0 ug/L 10.0 U U Yes
1,11
Trichloroethane 50 ug/L 100 v U Yes
Cyclohexane 5.0 ug/L 10.0 U U Yes
Carbon
tetrachloride 50 ug/L 10.0 U U Yes
Benzene 5.0 ug/L 10.0 U U Yes
1,2-
Dichloroethane 50 ug/L 10.0 U U Yes
Trichloroethene 120 ug/L 10.0 D Yes
Methy'%c"’hexa 50 ug/L 100 U U Yes
1,2-
Dichloropropane 50 ug/L 10.0 U U Yes
Bromodichlorom
ethane 5.0 ug/L 10.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 5.0 ug/L 10.0 u U Yes
4-Methyl-2-
Pentanone 50 ug/L 10.0 U U Yes
Toluene 5.0 ug/L 10.0 U U Yes
trans-1,3-
Dichloropropene 5.0 ug/L 10.0 U U Yes
11,2-
Trichloroethane 50 ug/L 100 v U Yes
Te”a"h'groethm 50 ug/L 100 U U Yes
2-Hexanone 50 ug/L 10.0 U U Yes
Dibromochlorom
ethane 5.0 ug/L 10.0 u U Yes
1,2-
Dibromoethane 5.0 ug/L 10.0 U U Yes
Chlorobenzene 5.0 ug/L 10.0 U U Yes
Ethylbenzene 5.0 ug/L 10.0 U U Yes
o-Xylene 50 ug/L 10.0 U U Yes
m,p-Xylene 5.0 ug/L 10.0 U U Yes
Styrene 5.0 ug/L 10.0 U U Yes
Bromoform 5.0 ug/L 10.0 U ] Yes
'S°pr°p3é' benzen 5.0 ug/L 10.0 U U Yes
11,2,2-
Tetrachloroethan 5.0 ug/L 10.0 U U Yes
e
L3 50 ug/L 100 U u Yes
Dichlorobenzene ' i
1,4-
Dichlorobenzene 50 ug/L 100 v U Yes
1,2-
Dichlorobenzene 5.0 ug/L 10.0 u U Yes
1,2-Dibromo-3- 50 ug/L 100 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 5.0 ug/L 10.0 U U Yes
e
1,2,3-
Trichlorobenzen 5.0 ug/L 10.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number: Y8264 Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP46-32-W3-103111 pH: 1.0 Sample Date: 10312011 Sample Time:  11:05:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro
methane 100 ug/L 200.0 U U Yes
Chloromethane 100 ug/L 200.0 U U Yes
Vinyl chloride 100 ug/L 200.0 U U Yes
Bromomethane 100 ug/L 200.0 U U Yes
Chloroethane 100 ug/L 200.0 U U Yes
Trichlorofluorom
ethane 100 ug/L 200.0 U U Yes
1,1-
Dichloroethene 100 ug/L 200.0 U U Yes
1,1,2-Trichloro-
1,2,2- 100 ug/L 200.0 U U Yes
trifluoroethane
Acetone 1000 ug/L 200.0 U U Yes
Carbon disulfide 100 ug/L 200.0 U U Yes
Methyl acetate 100 ug/L 200.0 U U Yes
Methylene
chioride 100 ug/L 200.0 U U Yes
trans-1,2-
Dichloroethene 270 ug/L 200.0 Yes
Methyl tert-butyl
ether 100 ug/L 200.0 U U Yes
1,1-
Dichloroethane 100 ug/L 200.0 U U Yes
cis-1,2-
Dichloroethene 15000 ug/L 200.0 E Yes
2-Butanone 1000 ug/L 200.0 U ] Yes
Bromochioromet 100 ug/L 200.0 U U Yes
hane
Chloroform 100 ug/L 200.0 U U Yes
1,11
Trichloroethane 100 ug/L 200.0 U U Yes
Cyclohexane 100 ug/L 200.0 U U Yes
Carbon
tetrachloride 100 ug/L 200.0 U U Yes
Benzene 100 ug/L 200.0 U U Yes
1,2-
Dichloroethane 100 ug/L 200.0 U U Yes
Trichloroethene 3800 ug/L 200.0 Yes
Methy'%c' ohexa 100 ug/L 200.0 U U Yes
1,2-
Dichloropropane 100 ug/L 200.0 U U Yes
Bromodichlorom 100 ug/L 200.0 U U Yes
ethane
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
cis-1,3-
Dichloropropene 100 ug/L 200.0 u U Yes
4-Methyl-2-
Pentanone 1000 ug/L 200.0 U U Yes
Toluene 100 ug/L 200.0 U U Yes
trans-1,3-
Dichloropropene 100 ug/L 200.0 U U Yes
11,2-
Trichloroethane 100 ug/L 200.0 U U Yes
Te”a"h'groethm 100 ug/L 200.0 U U Yes
2-Hexanone 1000 ug/L 200.0 U ] Yes
Dibromochlorom
ethane 100 ug/L 200.0 u U Yes
1,2-
Dibromoethane 100 ug/L 200.0 U U Yes
Chlorobenzene 100 ug/L 200.0 U U Yes
Ethylbenzene 100 ug/L 200.0 U U Yes
o-Xylene 100 ug/L 200.0 U U Yes
m,p-Xylene 100 ug/L 200.0 U U Yes
Styrene 100 ug/L 200.0 U U Yes
Bromoform 100 ug/L 200.0 U U Yes
'S°pr°p3é' benzen 100 ug/L 200.0 U U Yes
11,2,2-
Tetrachloroethan 100 ug/L 200.0 U U Yes
e
L3 100 ug/L 200.0 u u Yes
Dichlorobenzene i
1,4-
Dichlorobenzene 100 ug/L 200.0 U U Yes
1,2-
Dichlorobenzene 100 ug/L 200.0 u U Yes
1,2-Dibromo-3- 100 ug/L 200.0 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 100 ug/L 200.0 U U Yes
e
1,2,3-
Trichlorobenzen 100 ug/L 200.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8264DL Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP46-32-W3-103111 pH: 1.0 Sample Date: 10312011 Sample Time:  11:05:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 1000 ug/L 2000.0 U U Yes
methane
Chloromethane 1000 ug/L 2000.0 U U Yes
Vinyl chloride 1000 ug/L 2000.0 U U Yes
Bromomethane 1000 ug/L 2000.0 U U Yes
Chloroethane 1000 ug/L 2000.0 U U Yes
Trichlorofluorom 1000 ug/L 2000.0 U U Yes
ethane
1,1-
Dichloroethene 1000 ug/L 2000.0 u U Yes
1,1,2-Trichloro-
1,2,2- 1000 ug/L 2000.0 U U Yes
trifluoroethane
Acetone 10000 ug/L 2000.0 U U Yes
Carbon disulfide 1000 ug/L 2000.0 U U Yes
Methyl acetate 1000 ug/L 2000.0 U U Yes
Methylene 1000 ug/L 2000.0 u U Yes
chloride
trans-1,2-
Dichloroethene 250 ug/L 2000.0 JD J Yes
Methy! tert-buityl 1000 ug/L 2000.0 U u Yes
ether
1,1-
Dichloroethane 1000 ug/L 2000.0 U U Yes
cis-1,2-
Dichloroethene 15000 ug/L 2000.0 D Yes
2-Butanone 10000 ug/L 2000.0 U ] Yes
Bromochioromet 1000 ug/L 2000.0 U U Yes
hane
Chloroform 1000 ug/L 2000.0 U U Yes
11,1-
Trichloroethane 1000 ug/L 2000.0 u U Yes
Cyclohexane 1000 ug/L 2000.0 U U Yes
Carbon
tetrachloride 1000 ug/L 2000.0 u U Yes
Benzene 1000 ug/L 2000.0 U ] Yes
1,2-
Dichloroethane 1000 ug/L 2000.0 u U Yes
Trichloroethene 3600 ug/L 2000.0 D Yes
Methy'%c' ohexa 1000 ug/L 2000.0 U U Yes
1,2-
Dichloropropane 1000 ug/L 2000.0 U U Yes
Bromodichiorom 1000 ug/L 2000.0 U U Yes
ethane
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
_ asls 1000 ug/L 2000.0 u U Yes
Dichloropropene
4-Methyl-2-
Pentanone 10000 ug/L 2000.0 U U Yes
Toluene 1000 ug/L 2000.0 U ] Yes
rans1,3- 1000 ug/L 2000.0 U U Yes
Dichloropropene
1,1,2-
Trichloroethane 1000 ug/L 2000.0 U ] Yes
Te”a"h'groethm 1000 ug/L 2000.0 U U Yes
2-Hexanone 10000 ug/L 2000.0 U ] Yes
Dibromochlorom 1000 ug/L 2000.0 U U Yes
ethane
1,2-
Dibromoethane 1000 ug/L 2000.0 U U Yes
Chlorobenzene 1000 ug/L 2000.0 U U Yes
Ethylbenzene 1000 ug/L 2000.0 U U Yes
o-Xylene 1000 ug/L 2000.0 U U Yes
m,p-Xylene 1000 ug/L 2000.0 U U Yes
Styrene 1000 ug/L 2000.0 U ] Yes
Bromoform 1000 ug/L 2000.0 U U Yes
'S°pr°p3é' benzen 1000 ug/L 2000.0 U U Yes
1,1,2,2-
Tetrachloroethan 1000 ug/L 2000.0 U U Yes
e
L3 1000 ug/L 2000.0 u u Yes
Dichlorobenzene i
1,4-
Dichlorobenzene 1000 ug/L 2000.0 U ] Yes
1,2-
Dichlorobenzene 1000 ug/L 2000.0 U U Yes
1,2-Dibromo-3- 1000 ug/L 2000.0 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 1000 ug/L 2000.0 U U Yes
e
1,2,3-
Trichlorobenzen 1000 ug/L 2000.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8264MS Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP46-32-W3-103111 pH: 1.0 Sample Date: 10312011 Sample Time:  11:05:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
1,1-
Dichloroethene 1100 ug/L 200.0 Yes
Dichlorodifluoro 100 ug/L 200.0 U U Yes
methane
Benzene 920 ug/L 200.0 Yes
Chloromethane 100 ug/L 200.0 U U Yes
Vinyl chloride 100 ug/L 200.0 U U Yes
Trichloroethene 4900 ug/L 200.0 E Yes
Toluene 910 ug/L 200.0 Yes
Bromomethane 100 ug/L 200.0 U U Yes
Chloroethane 100 ug/L 200.0 U U Yes
Chlorobenzene 980 ug/L 200.0 Yes
Trichlorofluorom
athane 100 ug/L 200.0 U U Yes
1,1,2-Trichloro-
1,2,2- 100 ug/L 200.0 U U Yes
trifluoroethane
Acetone 1000 ug/L 200.0 U ] Yes
Carbon disulfide 100 ug/L 200.0 U U Yes
Methy| acetate 100 ug/L 200.0 U U Yes
Methylene
chioride 100 ug/L 200.0 U U Yes
trans-1,2-
Dichloroethene 270 ug/L 200.0 Yes
Methyl tert-butyl
ether 100 ug/L 200.0 U U Yes
1,1-
Dichloroethane 100 ug/L 200.0 U U Yes
cis-1,2-
Dichloroethene 15000 ug/L 200.0 E Yes
2-Butanone 1000 ug/L 200.0 U U Yes
Bromochloromet 100 ug/L 200.0 u U Yes
hane
Chloroform 100 ug/L 200.0 U U Yes
1,1,1-
Trichloroethane 100 ug/L 200.0 U U Yes
Cyclohexane 100 ug/L 200.0 U U Yes
Carbon
tetrachloride 100 ug/L 200.0 U U Yes
1,2-
Dichloroethane 100 ug/L 200.0 U U Yes
Methy'%c"’hexa 100 ug/L 200.0 U u Yes
1,2-
Dichloropropane 100 ug/L 200.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Bromodichlorom
ethane 100 ug/L 200.0 u u Yes
cis-1,3-
Dichloropropene 100 ug/L 200.0 U U Yes
4-Methyl-2-
Pentanone 1000 ug/L 200.0 u u Yes
trans-1,3-
Dichloropropene 100 ug/L 200.0 u u Yes
1,1,2-
Trichloroethane 100 ug/L 200.0 U U Yes
Tetrac“'groethm 100 ug/L 200.0 u U Yes
2-Hexanone 1000 ug/L 200.0 U U Yes
Dibromochlorom
ethane 100 ug/L 200.0 u u Yes
1,2-
Dibromoethane 100 ug/L 200.0 u u Yes
Ethylbenzene 100 ug/L 200.0 U U Yes
o-Xylene 100 ug/L 200.0 U U Yes
m,p-Xylene 100 ug/L 200.0 U U Yes
Styrene 100 ug/L 200.0 U U Yes
Bromoform 100 ug/L 200.0 U U Yes
'S°pr°p3é' benzen 100 ug/L 200.0 U U Yes
11,2,2-
Tetrachloroethan 100 ug/L 200.0 U U Yes
e
L3 100 ug/L 200.0 u u Yes
Dichlorobenzene i
14-
Dichlorobenzene 100 ug/L 200.0 u u Yes
1,2-
Dichlorobenzene 100 ug/L 200.0 u u Yes
1,2-Dibromo-3- 100 ug/L 200.0 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 100 ug/L 200.0 U U Yes
e
1,2,3
Trichlorobenzen 100 ug/L 200.0 U U Yes
e
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Case No: 41739 Contract: EPW11037 SDG No: Y8213 Lab Code: DATAC

Sample Number:  Y8264MSD Method: VOA_Trace Matrix: Water MA Number: DEFAULT
Sample Location:  HP46-32-W3-103111 pH: 1.0 Sample Date: 10312011 Sample Time:  11:05:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
1,1-
Dichloroethene 1100 ug/L 200.0 Yes
Dichlorodifluoro 100 ug/L 200.0 U U Yes
methane
Chloromethane 100 ug/L 200.0 U U Yes
Benzene 910 ug/L 200.0 Yes
Trichloroethene 4900 ug/L 200.0 E Yes
Vinyl chloride 100 ug/L 200.0 U U Yes
Bromomethane 100 ug/L 200.0 U U Yes
Toluene 920 ug/L 200.0 Yes
Chlorobenzene 970 ug/L 200.0 Yes
Chloroethane 100 ug/L 200.0 U U Yes
Trichlorofluorom
athane 100 ug/L 200.0 U U Yes
1,1,2-Trichloro-
1,2,2- 100 ug/L 200.0 U U Yes
trifluoroethane
Acetone 1000 ug/L 200.0 U ] Yes
Carbon disulfide 100 ug/L 200.0 U U Yes
Methy| acetate 100 ug/L 200.0 U U Yes
Methylene
chloride 100 ug/L 200.0 U U Yes
trans-1,2-
Dichloroethene 290 ug/L 200.0 Yes
Methyl tert-butyl
ether 100 ug/L 200.0 U U Yes
1,1-
Dichloroethane 100 ug/L 200.0 U U Yes
cis-1,2-
Dichloroethene 16000 ug/L 200.0 E Yes
2-Butanone 1000 ug/L 200.0 U U Yes
Bromochloromet 100 ug/L 200.0 u U Yes
hane
Chloroform 100 ug/L 200.0 U U Yes
1,1,1-
Trichloroethane 100 ug/L 200.0 U U Yes
Cyclohexane 100 ug/L 200.0 U U Yes
Carbon
tetrachloride 100 ug/L 200.0 U U Yes
1,2-
Dichloroethane 100 ug/L 200.0 U U Yes
Methy'%c"’hexa 100 ug/L 200.0 U u Yes
1,2-
Dichloropropane 100 ug/L 200.0 U U Yes
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Bromodichlorom
ethane 100 ug/L 200.0 u u Yes
cis-1,3-
Dichloropropene 100 ug/L 200.0 U U Yes
4-Methyl-2-
Pentanone 1000 ug/L 200.0 u u Yes
trans-1,3-
Dichloropropene 100 ug/L 200.0 u u Yes
1,1,2-
Trichloroethane 100 ug/L 200.0 U U Yes
Tetrac“'groethm 100 ug/L 200.0 u U Yes
2-Hexanone 1000 ug/L 200.0 U U Yes
Dibromochlorom
ethane 100 ug/L 200.0 u u Yes
1,2-
Dibromoethane 100 ug/L 200.0 u u Yes
Ethylbenzene 100 ug/L 200.0 U U Yes
o-Xylene 100 ug/L 200.0 U U Yes
m,p-Xylene 100 ug/L 200.0 U U Yes
Styrene 100 ug/L 200.0 U U Yes
Bromoform 100 ug/L 200.0 U U Yes
'S°pr°p3é' benzen 100 ug/L 200.0 U U Yes
11,2,2-
Tetrachloroethan 100 ug/L 200.0 U U Yes
e
L3 100 ug/L 200.0 u u Yes
Dichlorobenzene i
14-
Dichlorobenzene 100 ug/L 200.0 u u Yes
1,2-
Dichlorobenzene 100 ug/L 200.0 u u Yes
1,2-Dibromo-3- 100 ug/L 200.0 U u Yes
chloropropane
1,2,4-
Trichlorobenzen 100 ug/L 200.0 U U Yes
e
1,2,3
Trichlorobenzen 100 ug/L 200.0 U U Yes
e
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